
Patients can administer infusions 
in the comfort of their home, 
eliminating the need to go to    
a hospital or infusion suite.

Therapy fits into the patient’s 
schedule so they can live life  
and regain time spent commuting 
to and from appointments.

The Freedom Infusion System 
requires no batteries or electricity, 
assuring self-sufficiency and 
patient independence.

KORU’s trusted infusion 
technology supports over 1.5 
million infusions annually.

FreedomEdge®
SUBQ INFUSION
STEP-BY-STEP
for the administration of
Aspaveli®/Empaveli® (pegcetacoplan)
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SubQ with the Freedom System
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Gather Supplies:

Prepare System:
Make sure to thoroughly read every step prior to starting your infusion.

Load FreedomEdge:

Starting & Ending Infusion:

9 Open Syringe Driver
1. To open the FreedomEdge, pull firmly

to extend until you hear a click.
2. Lift the top lid by releasing each side

from the base and fully open.

10 Load Prepared Syringe

NOTE: You should not need to use significant force to load or remove the syringe. You can test proper 
fit by gently tugging on the syringe. It will stay in place if properly attached.

11 Begin Infusion

NOTE: When closing the syringe driver, make sure that the 
top lid is fully extended and aligns with the bottom portion.

luer disc

progress window

12 End of Infusion 13 Remove Needle(s)

14 Discard Supplies & Clean

3 Fill Syringe

4 Attach Tubing

1 Sanitize 2 Verify Tubing/Needles

luer disc

Clean your infusion 
work surface with 
alcohol or disinfectant 
soap and water. Wash 
your hands thoroughly. 
Lay out your supplies.

Remove sterile caps from ends of the Precision Flow Rate Tubing set 
and HIgH-Flo Subcutaneous Needle set and connect, using care not 
to contaminate the ends.
Remove the cap from the luer disc end of the flow rate tubing set 
with aseptic technique and connect to the syringe. 

Verify that you are using the correct 
Precision Flow Rate Tubing and HIgH-Flo 
Needle Sets prescribed by your healthcare 
provider. Inspect tubing and needle sets 
for damage. If damaged, replace and 
contact your healthcare provider.

Ensure the medication is at room 
temperature (20 - 25°C or 68 - 77°F). 
Use BD 20 ml syringe. Refer to the 
drug manufacturer’s instructions or 
ask your healthcare provider for 
detailed filling instructions.

Insert Needle(s):

90°

NOTE: Refer to your drug package insert to see if priming and checking for blood return are required 
steps. If priming tubing or checking for blood return, please refer to the FreedomEdge Instructions for 
Use for additional steps.

7 Secure Needle(s)5 Prepare Site(s) 6 Insert Needle(s)
Select and clean site(s) before 
inserting needle(s). Remove 
shield from the needle tip, with 
care not to touch the needle.

Pinch the skin and insert 
needle(s) into the subQ
tissue at a 90˚ angle. 

Peel the printed side from the dressing to 
expose adhesive. Secure the needle by placing 
the adhesive dressing in the center of the 
needle butterfly. Smooth it outward over skin.

Once syringe is completely empty and 
the infusion is complete, open the top lid 
to turn the FreedomEdge OFF. Remove 
the empty syringe and its tubing.

Holding the needle in place, peel back the 
surrounding adhesive dressing. Remove the needle 
in a straight motion. Close the wings over the 
needle and snap shut. If needed, cleanse each 
insertion site and cover with a bandage. 

Discard all supplies as instructed. Wipe 
down the syringe driver (refer to Instructions 
for Use for complete cleaning procedure). 

FreedomEdge®
Syringe Driver

Alcohol swabs

Medicinal product
& transfer device

BD® Plastipak 20 ml syringe

NOT PICTURED: Sharps container

HIgH-Flo Needle Set
(1 or 2 leg needles) 

F2400 Precision
Flow Rate Tubing Set™

1. With syringe gradations facing up, push the syringe flange
against the orange syringe locater, sliding it back slightly.

2. Make sure the syringe flange is seated within the front
part of the syringe locater.

3. Verify that the Precision tubing (with the luer disc) is
connected to syringe. Seat the luer disc inside the
syringe driver nose so that the syringe is firmly attached
inside the syringe driver.

1. Close the top lid. The infusion will begin immediately.
2. Periodically monitor the infusion by checking the progress window.
To pause infusion: Simply open the syringe driver.
To continue, re-close the top lid.


